Difficult deflation of Probe balloon due to twisting the system.
While using the balloon-on-a wire device, we experienced a case of difficult deflation of the Probe balloon system. Blockage of the balloon system was possibly caused by twisting the system to reach and pass the lesion in the branch of left circumflex coronary artery. The duration of inflation was 20 min, causing prolonged ischemia.